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Sample Summary
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

490-1966-1 Outfall 01 C Water 07/12/12 10:15 07/13/12 08:30

490-1966-2 Outfall 01 C Water 07/12/12 10:15 07/13/12 08:30

490-1966-3 Outfall 01 C Water 07/12/12 10:15 07/13/12 08:30

490-1966-4 Outfall 01 C-TSS-1 Water 07/12/12 10:15 07/13/12 08:30

490-1966-7 Trip Blank Water 07/12/12 00:01 07/13/12 08:30
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Definitions/Glossary
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Qualifiers

HPLC/IC

Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Qualifier

Glossary

These commonly used abbreviations may or may not be present in this report.

☼ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CNF Contains no Free Liquid

DL, RA, RE, IN Indicates a Dilution, Reanalysis, Re-extraction, or additional Initial metals/anion analysis of the sample

EDL Estimated Detection Limit

EPA United States Environmental Protection Agency

MDL Method Detection Limit

ML Minimum Level (Dioxin)

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RL Reporting Limit

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)
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Client Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Lab Sample ID: 490-1966-1Client Sample ID: Outfall 01 C
Matrix: WaterDate Collected: 07/12/12 10:15

Date Received: 07/13/12 08:30

General Chemistry
RL MDL

Oil & Grease (HEM) <1.27 3.62 1.27 mg/L 07/16/12 11:41 07/16/12 11:41 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Lab Sample ID: 490-1966-2Client Sample ID: Outfall 01 C
Matrix: WaterDate Collected: 07/12/12 10:15

Date Received: 07/13/12 08:30

Method: 602 - Purgeable Aromatics (GC)
RL MDL

Benzene <0.360 1.00 0.360 ug/L 07/13/12 20:10 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.00 0.330 ug/L 07/13/12 20:10 1Toluene <0.330

1.00 0.370 ug/L 07/13/12 20:10 1Ethylbenzene <0.370

3.00 0.600 ug/L 07/13/12 20:10 1Xylenes, Total <0.600

1.00 0.460 ug/L 07/13/12 20:10 1Methyl tert-butyl ether 1.07

a,a,a-Trifluorotoluene 84 50 - 150 07/13/12 20:10 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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Client Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Lab Sample ID: 490-1966-3Client Sample ID: Outfall 01 C
Matrix: WaterDate Collected: 07/12/12 10:15

Date Received: 07/13/12 08:30

Method: 610 - PAHs (HPLC)
RL MDL

Acenaphthene <0.162 0.952 0.162 ug/L 07/14/12 15:21 07/17/12 18:33 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

0.952 0.219 ug/L 07/14/12 15:21 07/17/12 18:33 1Acenaphthylene <0.219

0.952 0.0952 ug/L 07/14/12 15:21 07/17/12 18:33 1Anthracene <0.0952

0.190 0.0190 ug/L 07/14/12 15:21 07/17/12 18:33 1Benzo[a]anthracene <0.0190

0.0952 0.0190 ug/L 07/14/12 15:21 07/17/12 18:33 1Benzo[a]pyrene <0.0190

0.0952 0.0190 ug/L 07/14/12 15:21 07/17/12 18:33 1Benzo[b]fluoranthene <0.0190

0.190 0.0190 ug/L 07/14/12 15:21 07/17/12 18:33 1Benzo[g,h,i]perylene <0.0190

0.133 0.0190 ug/L 07/14/12 15:21 07/17/12 18:33 1Benzo[k]fluoranthene <0.0190

0.0952 0.0190 ug/L 07/14/12 15:21 07/17/12 18:33 1Chrysene <0.0190

0.190 0.0286 ug/L 07/14/12 15:21 07/17/12 18:33 1Dibenz(a,h)anthracene <0.0286

0.190 0.0286 ug/L 07/14/12 15:21 07/17/12 18:33 1Fluoranthene <0.0286

0.476 0.0381 ug/L 07/14/12 15:21 07/17/12 18:33 1Fluorene <0.0381

0.190 0.0381 ug/L 07/14/12 15:21 07/17/12 18:33 1Indeno[1,2,3-cd]pyrene <0.0381

0.952 0.324 ug/L 07/14/12 15:21 07/17/12 18:33 1Naphthalene <0.324

0.476 0.0476 ug/L 07/14/12 15:21 07/17/12 18:33 1Phenanthrene <0.0476

0.190 0.0286 ug/L 07/14/12 15:21 07/17/12 18:33 1Pyrene <0.0286

p-Terphenyl 103 25 - 135 07/14/12 15:21 07/17/12 18:33 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

TestAmerica Nashville
Page 7 of 22 7/20/2012

1

2

3

4

5

6

7

8

9

10

11

12



Client Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Lab Sample ID: 490-1966-4Client Sample ID: Outfall 01 C-TSS-1
Matrix: WaterDate Collected: 07/12/12 10:15

Date Received: 07/13/12 08:30

General Chemistry
RL MDL

Total Suspended Solids <0.625 1.04 0.625 mg/L 07/14/12 09:55 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier
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Client Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Lab Sample ID: 490-1966-7Client Sample ID: Trip Blank
Matrix: WaterDate Collected: 07/12/12 00:01

Date Received: 07/13/12 08:30

Method: 602 - Purgeable Aromatics (GC)
RL MDL

Benzene <0.360 1.00 0.360 ug/L 07/13/12 18:47 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.00 0.330 ug/L 07/13/12 18:47 1Toluene <0.330

1.00 0.370 ug/L 07/13/12 18:47 1Ethylbenzene <0.370

3.00 0.600 ug/L 07/13/12 18:47 1Xylenes, Total <0.600

1.00 0.460 ug/L 07/13/12 18:47 1Methyl tert-butyl ether <0.460

a,a,a-Trifluorotoluene 80 50 - 150 07/13/12 18:47 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery
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QC Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Method: 602 - Purgeable Aromatics (GC)

Client Sample ID: Method BlankLab Sample ID: MB 490-5716/17

Matrix: Water Prep Type: Total/NA

Analysis Batch: 5716

RL MDL

Benzene <0.360 1.00 0.360 ug/L 07/14/12 01:14 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

<0.330 0.3301.00 ug/L 07/14/12 01:14 1Toluene

<0.370 0.3701.00 ug/L 07/14/12 01:14 1Ethylbenzene

<0.600 0.6003.00 ug/L 07/14/12 01:14 1Xylenes, Total

<0.460 0.4601.00 ug/L 07/14/12 01:14 1Methyl tert-butyl ether

a,a,a-Trifluorotoluene 68 50 - 150 07/14/12 01:14 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Method BlankLab Sample ID: MB 490-5716/2

Matrix: Water Prep Type: Total/NA

Analysis Batch: 5716

RL MDL

Benzene <0.360 1.00 0.360 ug/L 07/13/12 18:19 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

<0.330 0.3301.00 ug/L 07/13/12 18:19 1Toluene

<0.370 0.3701.00 ug/L 07/13/12 18:19 1Ethylbenzene

<0.600 0.6003.00 ug/L 07/13/12 18:19 1Xylenes, Total

<0.460 0.4601.00 ug/L 07/13/12 18:19 1Methyl tert-butyl ether

a,a,a-Trifluorotoluene 84 50 - 150 07/13/12 18:19 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

Client Sample ID: Lab Control SampleLab Sample ID: LCS 490-5716/29

Matrix: Water Prep Type: Total/NA

Analysis Batch: 5716

Benzene 20.0 22.01 ug/L 110 39 - 150

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Toluene 20.0 20.91 ug/L 105 46 - 148

Ethylbenzene 20.0 21.31 ug/L 107 32 - 160

Methyl tert-butyl ether 20.0 19.72 ug/L 99 56 - 136

a,a,a-Trifluorotoluene 50 - 150

Surrogate

99

LCS LCS

Qualifier Limits%Recovery

Method: 610 - PAHs (HPLC)

Client Sample ID: Method BlankLab Sample ID: MB 490-5868/1-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 6213 Prep Batch: 5868

RL MDL

Acenaphthene 0.3711 J 1.00 0.170 ug/L 07/14/12 15:21 07/17/12 16:51 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

<0.230 0.2301.00 ug/L 07/14/12 15:21 07/17/12 16:51 1Acenaphthylene

<0.100 0.1001.00 ug/L 07/14/12 15:21 07/17/12 16:51 1Anthracene

<0.0200 0.02000.200 ug/L 07/14/12 15:21 07/17/12 16:51 1Benzo[a]anthracene

<0.0200 0.02000.100 ug/L 07/14/12 15:21 07/17/12 16:51 1Benzo[a]pyrene
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QC Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Method: 610 - PAHs (HPLC) (Continued)

Client Sample ID: Method BlankLab Sample ID: MB 490-5868/1-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 6213 Prep Batch: 5868

RL MDL

Benzo[b]fluoranthene <0.0200 0.100 0.0200 ug/L 07/14/12 15:21 07/17/12 16:51 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

<0.0200 0.02000.200 ug/L 07/14/12 15:21 07/17/12 16:51 1Benzo[g,h,i]perylene

<0.0200 0.02000.140 ug/L 07/14/12 15:21 07/17/12 16:51 1Benzo[k]fluoranthene

<0.0200 0.02000.100 ug/L 07/14/12 15:21 07/17/12 16:51 1Chrysene

<0.0300 0.03000.200 ug/L 07/14/12 15:21 07/17/12 16:51 1Dibenz(a,h)anthracene

<0.0300 0.03000.200 ug/L 07/14/12 15:21 07/17/12 16:51 1Fluoranthene

<0.0400 0.04000.500 ug/L 07/14/12 15:21 07/17/12 16:51 1Fluorene

<0.0400 0.04000.200 ug/L 07/14/12 15:21 07/17/12 16:51 1Indeno[1,2,3-cd]pyrene

<0.340 0.3401.00 ug/L 07/14/12 15:21 07/17/12 16:51 1Naphthalene

<0.0500 0.05000.500 ug/L 07/14/12 15:21 07/17/12 16:51 1Phenanthrene

<0.0300 0.03000.200 ug/L 07/14/12 15:21 07/17/12 16:51 1Pyrene

p-Terphenyl 94 25 - 135 07/17/12 16:51 1

MB MB

Surrogate

07/14/12 15:21

Dil FacPrepared AnalyzedQualifier Limits%Recovery

97 07/14/12 15:21 07/17/12 16:51 1p-Terphenyl 25 - 135

Client Sample ID: Lab Control SampleLab Sample ID: LCS 490-5868/2-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 6213 Prep Batch: 5868

Acenaphthene 2.50 2.158 ug/L 86 1 - 124

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Acenaphthylene 5.00 4.129 ug/L 83 1 - 139

Anthracene 2.50 2.211 ug/L 88 1 - 126

Benzo[a]anthracene 2.50 2.291 ug/L 92 12 - 135

Benzo[a]pyrene 2.50 2.248 ug/L 90 1 - 128

Benzo[b]fluoranthene 2.50 2.320 ug/L 93 6 - 150

Benzo[g,h,i]perylene 2.50 2.085 ug/L 83 1 - 116

Benzo[k]fluoranthene 2.50 2.393 ug/L 96 1 - 159

Chrysene 2.50 2.304 ug/L 92 1 - 199

Dibenz(a,h)anthracene 2.50 1.859 ug/L 74 1 - 110

Fluoranthene 2.50 2.250 ug/L 90 14 - 123

Fluorene 2.50 2.078 ug/L 83 1 - 142

Indeno[1,2,3-cd]pyrene 2.50 2.246 ug/L 90 1 - 116

Naphthalene 2.50 1.857 ug/L 74 1 - 122

Phenanthrene 2.50 2.198 ug/L 88 1 - 155

Pyrene 2.50 2.089 ug/L 84 1 - 140

p-Terphenyl 25 - 135

Surrogate

100

LCS LCS

Qualifier Limits%Recovery

106p-Terphenyl 25 - 135

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 490-5868/3-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 6213 Prep Batch: 5868

Acenaphthene 2.50 2.027 ug/L 81 1 - 124 6 50

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Acenaphthylene 5.00 3.912 ug/L 78 1 - 139 5 50
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QC Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Method: 610 - PAHs (HPLC) (Continued)

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 490-5868/3-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 6213 Prep Batch: 5868

Anthracene 2.50 2.153 ug/L 86 1 - 126 3 50

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Benzo[a]anthracene 2.50 2.160 ug/L 86 12 - 135 6 50

Benzo[a]pyrene 2.50 2.120 ug/L 85 1 - 128 6 50

Benzo[b]fluoranthene 2.50 2.156 ug/L 86 6 - 150 7 50

Benzo[g,h,i]perylene 2.50 1.716 ug/L 69 1 - 116 19 50

Benzo[k]fluoranthene 2.50 2.223 ug/L 89 1 - 159 7 50

Chrysene 2.50 2.178 ug/L 87 1 - 199 6 50

Dibenz(a,h)anthracene 2.50 1.381 ug/L 55 1 - 110 29 50

Fluoranthene 2.50 2.158 ug/L 86 14 - 123 4 50

Fluorene 2.50 2.022 ug/L 81 1 - 142 3 50

Indeno[1,2,3-cd]pyrene 2.50 2.059 ug/L 82 1 - 116 9 50

Naphthalene 2.50 1.838 ug/L 74 1 - 122 1 50

Phenanthrene 2.50 2.134 ug/L 85 1 - 155 3 50

Pyrene 2.50 2.002 ug/L 80 1 - 140 4 50

p-Terphenyl 25 - 135

Surrogate

94

LCSD LCSD

Qualifier Limits%Recovery

99p-Terphenyl 25 - 135

Method: 1664A - HEM and SGT-HEM

Client Sample ID: Method BlankLab Sample ID: MB 490-6017/1-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 6021 Prep Batch: 6017

RL MDL

Oil & Grease (HEM) <1.40 4.00 1.40 mg/L 07/16/12 11:20 07/16/12 11:20 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 490-6017/2-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 6021 Prep Batch: 6017

Oil & Grease (HEM) 41.7 39.79 mg/L 95 78 - 114

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 490-6017/3-A

Matrix: Water Prep Type: Total/NA

Analysis Batch: 6021 Prep Batch: 6017

Oil & Grease (HEM) 41.7 37.81 mg/L 91 78 - 114 5 18

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Method: SM 2540D - Solids, Total Suspended (TSS)

Client Sample ID: Method BlankLab Sample ID: MB 490-5787/1

Matrix: Water Prep Type: Total/NA

Analysis Batch: 5787

RL MDL

Total Suspended Solids <0.600 1.00 0.600 mg/L 07/14/12 09:55 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier
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QC Sample Results
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Method: SM 2540D - Solids, Total Suspended (TSS) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 490-5787/2

Matrix: Water Prep Type: Total/NA

Analysis Batch: 5787

Total Suspended Solids 100 101.3 mg/L 101 90 - 110

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits
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QC Association Summary
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

GC VOA

Analysis Batch: 5716

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 602490-1966-2 Outfall 01 C Total/NA

Water 602490-1966-7 Trip Blank Total/NA

Water 602LCS 490-5716/29 Lab Control Sample Total/NA

Water 602MB 490-5716/17 Method Blank Total/NA

Water 602MB 490-5716/2 Method Blank Total/NA

HPLC/IC

Prep Batch: 5868

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 610490-1966-3 Outfall 01 C Total/NA

Water 610LCS 490-5868/2-A Lab Control Sample Total/NA

Water 610LCSD 490-5868/3-A Lab Control Sample Dup Total/NA

Water 610MB 490-5868/1-A Method Blank Total/NA

Analysis Batch: 6213

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 610 5868490-1966-3 Outfall 01 C Total/NA

Water 610 5868LCS 490-5868/2-A Lab Control Sample Total/NA

Water 610 5868LCSD 490-5868/3-A Lab Control Sample Dup Total/NA

Water 610 5868MB 490-5868/1-A Method Blank Total/NA

General Chemistry

Analysis Batch: 5787

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water SM 2540D490-1966-4 Outfall 01 C-TSS-1 Total/NA

Water SM 2540DLCS 490-5787/2 Lab Control Sample Total/NA

Water SM 2540DMB 490-5787/1 Method Blank Total/NA

Prep Batch: 6017

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 1664A490-1966-1 Outfall 01 C Total/NA

Water 1664ALCS 490-6017/2-A Lab Control Sample Total/NA

Water 1664ALCSD 490-6017/3-A Lab Control Sample Dup Total/NA

Water 1664AMB 490-6017/1-A Method Blank Total/NA

Analysis Batch: 6021

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 1664A 6017490-1966-1 Outfall 01 C Total/NA

Water 1664A 6017LCS 490-6017/2-A Lab Control Sample Total/NA

Water 1664A 6017LCSD 490-6017/3-A Lab Control Sample Dup Total/NA

Water 1664A 6017MB 490-6017/1-A Method Blank Total/NA
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Lab Chronicle
Client: Exxon Global Remed. Grp TestAmerica Job ID: 490-1966-1

Project/Site: Everett Terminal

Client Sample ID: Outfall 01 C Lab Sample ID: 490-1966-1
Matrix: WaterDate Collected: 07/12/12 10:15

Date Received: 07/13/12 08:30

Analysis 1664A 07/16/12 11:41 CC1 6021 TAL NSH

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Prep 1664A 6017 07/16/12 11:41 CC TAL NSHTotal/NA

Client Sample ID: Outfall 01 C Lab Sample ID: 490-1966-2
Matrix: WaterDate Collected: 07/12/12 10:15

Date Received: 07/13/12 08:30

Analysis 602 07/13/12 20:10 AC1 5716 TAL NSH

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: Outfall 01 C Lab Sample ID: 490-1966-3
Matrix: WaterDate Collected: 07/12/12 10:15

Date Received: 07/13/12 08:30

Prep 610 07/14/12 15:21 CH5868 TAL NSH

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 610 1 6213 07/17/12 18:33 HT TAL NSHTotal/NA

Client Sample ID: Outfall 01 C-TSS-1 Lab Sample ID: 490-1966-4
Matrix: WaterDate Collected: 07/12/12 10:15

Date Received: 07/13/12 08:30

Analysis SM 2540D 07/14/12 09:55 NH1 5787 TAL NSH

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Client Sample ID: Trip Blank Lab Sample ID: 490-1966-7
Matrix: WaterDate Collected: 07/12/12 00:01

Date Received: 07/13/12 08:30

Analysis 602 07/13/12 18:47 AC1 5716 TAL NSH

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Laboratory References:

TAL NSH = TestAmerica Nashville, 2960 Foster Creighton Drive, Nashville, TN 37204, TEL (615)726-0177
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Method Summary
TestAmerica Job ID: 490-1966-1Client: Exxon Global Remed. Grp

Project/Site: Everett Terminal

Method Method Description LaboratoryProtocol

40CFR136A602 Purgeable Aromatics (GC) TAL NSH

40CFR136A610 PAHs (HPLC) TAL NSH

1664A1664A HEM and SGT-HEM TAL NSH

SMSM 2540D Solids, Total Suspended (TSS) TAL NSH

Protocol References:

1664A = EPA-821-98-002

40CFR136A = "Methods for Organic Chemical Analysis of Municipal Industrial Wastewater ", 40CFR, Part 136, Appendix A,  October 26, 1984 and 

subsequent revisions.

SM = "Standard Methods For The Examination Of Water And Wastewater",

Laboratory References:

TAL NSH = TestAmerica Nashville, 2960 Foster Creighton Drive, Nashville, TN 37204, TEL (615)726-0177
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Certification Summary
Client: Exxon Global Remed. Grp TestAmerica Job ID: 490-1966-1

Project/Site: Everett Terminal

Laboratory Authority Program EPA Region Certification ID

TestAmerica Nashville 393ACIL

TestAmerica Nashville 0453.07ISO/IEC 17025A2LA

TestAmerica Nashville 41150State ProgramAlabama 4

TestAmerica Nashville UST-087State ProgramAlaska (UST) 10

TestAmerica Nashville AZ0473State ProgramArizona 9

TestAmerica Nashville 88-0737State ProgramArkansas DEQ 6

TestAmerica Nashville 1168CANELACCalifornia 9

TestAmerica Nashville 3744CanadaCanadian Assoc Lab Accred (CALA)

TestAmerica Nashville N/AState ProgramColorado 8

TestAmerica Nashville PH-0220State ProgramConnecticut 1

TestAmerica Nashville E87358NELACFlorida 4

TestAmerica Nashville 200010NELACIllinois 5

TestAmerica Nashville 131State ProgramIowa 7

TestAmerica Nashville E-10229NELACKansas 7

TestAmerica Nashville 90038State ProgramKentucky 4

TestAmerica Nashville 19State ProgramKentucky (UST) 4

TestAmerica Nashville 30613NELACLouisiana 6

TestAmerica Nashville LA110014NELACLouisiana 6

TestAmerica Nashville 316State ProgramMaryland 3

TestAmerica Nashville M-TN032State ProgramMassachusetts 1

TestAmerica Nashville 047-999-345NELACMinnesota 5

TestAmerica Nashville N/AState ProgramMississippi 4

TestAmerica Nashville NAState ProgramMontana (UST) 8

TestAmerica Nashville TN00032State ProgramNevada 9

TestAmerica Nashville 2963NELACNew Hampshire 1

TestAmerica Nashville TN965NELACNew Jersey 2

TestAmerica Nashville 11342NELACNew York 2

TestAmerica Nashville 387State ProgramNorth Carolina DENR 4

TestAmerica Nashville R-146State ProgramNorth Dakota 8

TestAmerica Nashville CL0033State ProgramOhio VAP 5

TestAmerica Nashville 9412State ProgramOklahoma 6

TestAmerica Nashville TN200001NELACOregon 10

TestAmerica Nashville 68-00585NELACPennsylvania 3

TestAmerica Nashville LAO00268State ProgramRhode Island 1

TestAmerica Nashville 84009State ProgramSouth Carolina 4

TestAmerica Nashville 84009State ProgramSouth Carolina 4

TestAmerica Nashville 2008State ProgramTennessee 4

TestAmerica Nashville T104704077-09-TXNELACTexas 6

TestAmerica Nashville S-48469FederalUSDA

TestAmerica Nashville TANNELACUtah 8

TestAmerica Nashville 460152NELACVirginia 3

TestAmerica Nashville C789State ProgramWashington 10

TestAmerica Nashville 219State ProgramWest Virginia DEP 3

TestAmerica Nashville 998020430State ProgramWisconsin 5

TestAmerica Nashville 453.07A2LAWyoming (UST) 8

Accreditation may not be offered or required for all methods and analytes reported in this package . Please contact your project manager for the laboratory's 

current list of certified methods and analytes.
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Login Sample Receipt Checklist

Client: Exxon Global Remed. Grp Job Number: 490-1966-1

Login Number: 1966

Question Answer Comment

Creator: McBride, Mike

List Source: TestAmerica Nashville

List Number: 1

N/ARadioactivity either was not measured or, if measured, is at or below 

background

TrueThe cooler's custody seal, if present, is intact.

TrueThe cooler or samples do not appear to have been compromised or 

tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded. 0.3c

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the sample IDs on the containers and 

the COC.

TrueSamples are received within Holding Time.

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

N/ASample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs

TrueVOA sample vials do not have headspace or bubble is <6mm (1/4") in 

diameter.

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

TrueResidual Chlorine Checked.
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